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65874Job ID:

Jailhouse Spring
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Matrix:

Parameter Result
Analysis

Date       Time

Sample#:

Reporting
 Limit

6/20/23 10:30Sampled:

65874-001

Analyst
Instr Dil'n 

FactorUnits
Prep
Date       Batch

Method Reference: E537.1

2,3,3,3-tetrafluoro-2-(heptafluoropropoxy)propanoic acid 
(GenX acid) (HFPODA)

6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

n-ethyl perfluorooctanesulfonamido acetic acid 
(NETFOSAA)

6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

n-methylperfluorooctane sulfonamido acetic acid 
(NMEFOSAA)

6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorobutane sulfonic acid (PFBS) 6/27/234.52 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorodecanoic acid (PFDA) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorododecanoic acid (PFDOA) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluoroheptanoic acid (PFHPA) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorohexane sulfonic acid (PFHXS) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorohexanoic acid (PFHXA) 6/27/232.50 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorononanoic acid (PFNA) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorooctane sulfonic acid (PFOS) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorooctanoic acid (PFOA) 6/27/233.69 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorotetradecanoic acid (PFTEA) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluorotridecanoic acid (PFTRIA) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

perfluoroundecanoic acid (PFUNA) 6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

11-chloroeicosafluoro-3-oxaundecane-1-sulfonic acid 
(11CLPF3OUDS)

6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

9-chlorohexadecafluoro-3-oxanone-1-sulfonic acid 
(9CLPF3ONS)

6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

4,8-dioxa-3h-perfluorononanoic acid (ADONA acid) 
(ADONA)

6/27/23< 2.00 2.00 1 10:00ng/L DBV 6/23/23 16417

13C2-PFHxA SUR 6/27/2391 1 10:00% DBV 6/23/2370-130 16417

Surrogate Recovery                                                                                Limits

13C2-PFDA SUR 6/27/2382 1 10:00% DBV 6/23/2370-130 16417

D5-NEtFOSAA SUR 6/27/2394 1 10:00% DBV 6/23/2370-130 16417

13C3-HFPO-DA SUR 6/27/23100 1 10:00% DBV 6/23/2370-130 16417
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Arsenic 6/26/23< 0.0025 0.0025 E200.81 15:31mg/L AGN0.005

Copper 6/26/23< 0.010 0.010 E200.81 15:31mg/L AGN1.3

Iron 6/26/23< 0.010 0.010 E200.81 15:31mg/L AGN0.3

Lead 6/26/23< 0.0050 0.0050 E200.81 15:31mg/L AGN0.015

Manganese 6/26/23< 0.010 0.010 E200.81 15:31mg/L AGN0.3

Sodium 6/26/2373 0.10 E200.81 15:31mg/L AGN20

Hardness (as CaCO3) 6/27/2354 3 SM2340B1 14:18mg/L AGN

Hardness scale: <75 soft, 70-150 moderate, 150-250 hard, >250 very hard

Uranium 6/26/23< 0.0010 0.0010 E200.81 15:31mg/L AGN0.03
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Total Coliform Bacteria 6/20/23absent SM9223BColilert1 11:20AJDabsent

E. coli Bacteria 6/20/23absent SM9223BColilert1 16:16AJDabsent

Chloride 6/28/23160 2.5 E300.0A5 14:57mg/L SFM250

Fluoride 6/20/23< 0.1 0.1 E300.0A1 12:34mg/L SFM2

Nitrate-N 6/20/234.4 0.1 E300.0A1 12:34mg/L SFMJ

J = The percent recovery for the LCS/D was above the acceptance criteria.  The reported result is an estimate.

10

Nitrite-N 6/20/23< 0.1 0.1 E300.0A1 12:34mg/L SFM1

pH 6/20/236.2 SM4500H+B1 14:23pHH

H = Sample was analyzed beyond method holding time.

6.5-8.5

Questions about your results? The NH DES website 'Be Well Informed' is a great place to start.
 https://www4.des.state.nh.us/DWITool/Welcome.aspx
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